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Mass Spectrometer software upgrades 

Agilent Technologies _ Quotation _632306.pdf; Agilent Technologies _ Quotation _ 
632307.pdf 


Julie, 

Tve attached Agilent’s quote (#632306) to upgrade the three oldest, Boston mass spectrometer operating systems to 
Windows XP. The 4*^ and newest system already uses XP. The amount is $5274.65. This would allow us to network the 
Boston mass spec computers and allow our IT department to provide and service a backup system. 

Tve also attached a quote (#632307) to upgrade one of the two Amherst mass spectrometers. The oldest Amherst system 
cannot be upgraded, so I see no urgency to upgrade at this time. The price is $2037.55. 

Cam 

Allan Campbell Stevenson 

Mass. Department of Public Health 

Western Mass. Public Health Center 

Amherst, MA 01003 

voice 413-545-2606 

fax 413-545-2608 
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